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  نحوه خواندنMLE CARD 

 
را  MASTER LOT MENUاز منوی اصلی دستگاه گزینه سوم  -1

 .انتخاب میکنیم



 
 تخاب میکنیم.را ان READ MASTER LOTگزینه اول  -2

 
 Bیا   Aکه کارت را در آن قرار داده ایم  SECTIONهمان  -3

 را انتخاب میکنیم.

 
 

مراحل خواندن کارت شروع  Bیا   Aبه محض زدن کلید

ثانیه دستگاه بصورت  45میشود و پس از پایان 

پرینت در اختیار  MLE CARDاتوماتیک از اطلاعات پایین 

 شما قرار میدهد.

 

 

 نحوه کالیبر کردن تستها 
 



را  STATUS SCREENاز منوی اصلی دستگاه گزینه دوم  -1

 میکنیم. انتخاب

 
2- SECTION ،A  یاB  به شرطی که چراغ بالایSECTION  خاموش

باشد را انتخاب  SECTION  ،AVAILABLEباشد و خود 

 میکنیم.

 

موردنظر  SECTIONعدد یک را می زنیم تا به خانه اول  -3

 برویم.

 
 را میزنیم. اینتردکمه بعد و  1بعد عدد  ،  Sدکمه  -4

 

 



و بعد دکمه اینتر را  1، بعد عدد   Sدکمه مجددا  -5

 میزنیم.

 هباشد دوبار Triplicateدر صورتیکه تست مورد نظر  -6

 را میزنیم.و سپس دکمه اینتر  1بعد عدد و  Sدکمه 

 و بعد دکمه اینتر را میزنیم. 1، بعد عدد  Cدکمه  -7

 
و بعد  2بعد عدد  Cدکمه ،  2Cکنترل  در صورت وجود -8

 .را میزنیمدکمه اینتر 

بخواهیم همزمان با کالیبر نمونه به دستگاه  اگر -9

بیمار را بعد شماره پذیرش ،  Sample  IDدکمه  بدهیم

  را می زنیم. اینتردکمه بعد وارد میکنیم و 

 
شماره پذیرش بعدی را  در صورت وجود بیمار بعدی -10

هرجا کار پایان پذیرفت دکمه خروج و وارد میکنیم 

شماره بصورت  6هر زنیم تا به منویی برسیم که را می

های  SPRاز چیدن استریپ و  پس.اند عمودی چیده شده

دکمه  رسیده و ریختن محلولهای مربوطه به دمای اتاق

START .را میزنیم 

 

 

 

  نحوه خواندن تستهایی که قبلاً کالیبر شده

 : اند



 روش اول 

 .را میزنیم STATUS SCREENاز منوی اصلی گزینه دوم  -1

 
که آزاد میباشند  Bیا  Aهای  SECTIONیک کدام از  -2

 .را انتخاب میکنیم 

 
 را میزنیم. 1سپس عدد  -3

 

شماره پذیرش را وارد  و را میزنیم Sample IDدکمه  -4

سپس دکمه اینتر را میزنیم و شماره  ، میکنیم

کار تمام که کنیم هرجا  پذیرش بعدی را وارد می

 .زنیم دکمه خروج را می، شد

 
های به دمای  SPRپس از قرار دادن استریپ و   -5

اتاق رسیده و ریختن محلولهای مورد نظر دکمه 

START  .را میزنیم 



 

 این روش مخصوص تستهایی است که قبلاً  -روش دوم

 کالیبر شده اند

 

محلولهای  نیاز و های مورد SPR و ها استریپ -1

مورد نظر  SECTIONدر  کنیم و میآماده مربوطه را 

 .دهیم قرار می

را انتخاب  START SECTIONاز منوی اصلی گزینه اول  -2

 .میکنیم

 
 .را انتخاب میکنیم Bیا  SECTION  ،Aسپس   -3

 
مراحل خواندن تست شروع  SECTIONبه محض انتخاب   -4

 میشود.

 

 

 

 

 

 

 

 

  نحوه برخورد باERROR های دستگاه وایداس 

 



  ERROR 160 این فقط پیغام است و :ERROR  نیست. با

فقط دکمه خروج را بزنید و از این  160دیدن شماره 

 صفحه خارج شوید.

 ERROR 161 مربوط به لنز دستگاه است که خاک گرفته :

است باید با دستمال عینک و بدون استفاده از هیچ 

محلولی هر دو لنز دستگاه )مشکی و طلایی( تمیز شود 

 سپس یکبار دستگاه خاموش و روشن شود.

 Tray Mechanism Failure : هردو  .دستگاه را خاموش کنید

سپس  وسینی را با دست در جایگاه وسط قرار دهید

 دستگاه را روشن کنید.

 Tower Mechanism Failure مشکی : درپشت را باز کنید تسمه

را در جهت بالا آمدن  SECTIONبالای همان  شکل مثلثیرنگ 

 ش روشن کنید.با دست بچرخانید سپس دستگاه را خامو

 SUB ERROR که محتوی محلول سوبسترا  استریپآخر : خانه

را  RESTARTچند بار دکمه است. خراب شده  می باشد،

 تغییری نکرد استریپ را عوض کنید. SUBبزنید اگر عدد 

 Door Was Opened While Assay Was In Progress : ERROR1018 

را کاملًا باز کنید یک مثلث کوچک  SPRدر مربوط به 

مشکی که در واقع سنسور در است ملاحظه میشود آنرا با 

دستمال خشک تمیز کنید خاموش روشن کنید در صورتی که 

 حل نشد با بخش فنی تماس بگیرید.

 SPR Temprature Higher/Lower Than Average Limit : 

ید در صورتی که از دمای استاندارد محیط مطمئن هست

خراب شده با بخش فنی جهت ارسال قطعه  SPR BLOCKقطعه 

 تماس بگیرید.

 ERROR 2117 هر دو باید : مربوط به لنز دستگاه است که

سپس یکبار و لنز دستگاه )مشکی و طلایی( تمیز شود 

 دستگاه خاموش و روشن شود.

 

 نحوه تمیز کردن دستگاه وایداس 

 

 کنید.قبل از شروع مراحل دستگاه را خاموش 

  ماه یکبار باید هر دو سینی مربوط به 6هرSECTION  ،A 

 .وایتکس تمیز گردند %1توسط محلول  SPR BLOCKهردو  Bو 



  یک قطعه مربع کوچک از اسفنج جدا نموده با پنس آنرا

وایتکس فرو ببرید آنرا  %1نگه دارید و در محلول 

فشرده کنید تا رطوبت آن کاملاً گرفته شود با کمک پنس 

ها را تمیز کنید همین کار  SECTIONشیار  6از  یک هر

نیز بار دیگر توسط اسفنج آغشته به آب مقطر 2را 

 دهید.  انجام

  تمیز کردنSPR BLOCK   :پ آغشته به محلول ابا کمک سو

با را قرار میدهید  SPRدرون خانه هایی که  %1وایتکس 

پ آغشته اکار را با سو و اینحرکات چرخشی تمیز کنید 

 ب مقطر دوبار دیگر تکرار کنید.آبه 

  از تمیز کردن صفحه کلید دستگاه با الکل جداً خودداری

ب اینکار را انجام آکنید. به کمک دستمال مرطوب با 

با کمک  یددهید. سایر نقاط بدنه دستگاه را میتوان

 پارچه آغشته به الکل تمیز کنید.

 

 

 

 

 

 



 

 نحوه استفاده از بارکد خوان

 2011و هر تست که از  EBVو  PCTو  CORTISOLو  CEAو  TROPONINبارکد خوان برای تستهای 

 به بعد توصیه میشود مورد استفاده قرار میگیرد.

هنگام وصل کردن و جدا کردن بارکد خوان دستگاه وایداس حتماً باید خاموش باشد . سوکت بارکد خوان را 

وصل نمایید. سپس دستگاه را روشن کنید از منوی اصلی منوی  DIAGNOSTICبه پشت دستگاه قسمت 

UTILIUTY  را انتخاب کنید سپس گزینهASSAY UPDATE  سپس دکمهYES .را بزنید 

اری بصورت کاملاً صاف روی در جعبه کیت ید از دفترچه جدا شود و با چسب نودفترچه کیت با صفحه اخر

 طرف چسبانده شود. 4از هر 

سانتی متری صفحه اخر دفترچه قرار دهید بصورت کاملاً عمود رو به پایین از یک 7بارکد خوان را در فاصله 

از مربع نور را از بالا به پایین بکشید در صورت سانتی متر قبل از مربع مشکی رنگ تا یک سانتی متر بعد 

روی صفحه دستگاه همین کار را بدون قطع کردن نور از پایین به بالا  PLEASE WAITعدم مشاهده پیغام 

 مجدداً تا ظهور پیغام روی صفحه ادامه دهید.

را انتخاب  CONFIRMپس از چند ثانیه دکمه روبروی گزینه  PLEASE WAITپس از مشاهده پیغام 

 کنید.

کیت می نمایید تا پایان پرینت صبر کرده سپس  UPDATEپس از آن دستگاه شروع به پرینت گزارش 

کیت  MLE CARDسپس دستگاه را روشن کنید  دستگاه را خاموش کنید کابل بارکد خوان را جدا نموده

 سرم ها را .........بخوانید و سپس استاندارد و کنرل  READ MASTERمورد نظر را با منوی سوم 

 

 Hbs-Agمراحل انجام کالیبراسیون 

را  STARTدر همان صفحه ای که  STARTپس از وارد کردن اطلاعات اولیه و قبل ازی فشردن دکمه 

را  SELECT ASSAYو بعد از آن  ASSAYمیبینید ، ابتدا عدد را فشار دهید تا وارد خانه اول شوید سپس 

 را انتخاب کنید و به تعداد خانه هایی که استریپ دارند  Hbsمشاهده میکنید انتخاب کرده و در لیستی که 

 



دارد برگشته و دکمه  STARTبه همان صفحه ای که  BACKرا فشار دهید سپس با کلید  ENTERدکمه 

START .را فشار دهید 

150ml C1 S1 IN DUPLICATE Hbs-Ag 

 

 Hbe-Agمراحل انجام کالیبراسیون 

را  STARTدر همان صفحه ای که  STARTپس از وارد کردن اطلاعات اولیه و قبل ازی فشردن دکمه 

را  SELECT ASSAYو بعد از آن  ASSAYمیبینید ، ابتدا عدد را فشار دهید تا وارد خانه اول شوید سپس 

ی که استریپ دارند را انتخاب کنید و به تعداد خانه های Hbeانتخاب کرده و در لیستی که مشاهده میکنید 

دارد برگشته و دکمه  STARTبه همان صفحه ای که  BACKرا فشار دهید سپس با کلید  ENTERدکمه 

START .را فشار دهید 

150ml C1 S1 IN DUPLICATE Hbe-Ag 

 

 Hbe-Abمراحل انجام کالیبراسیون 

اضافه کرده و به استریپ  S2لاندا 100سپس به دو استریپ اول ریخته  S1لاندا 100ابتدا در کلیه استریپها 

لاندا سرم S1  ،100لاندا 100اضافه میکنیم و در صورت وجود استریپ بیمار علاوه بر  C3لاندا 100سوم 

بیمار اضافه میکنیم. سپس با سمپلر محتویات هر استریپ را پر و خالی میکنیم  و بمدت یک ساعت 

 در سینی قرار میدهیم. SPRاستریپها را بدون 

را  STARTدر همان صفحه ای که  STARTپس از وارد کردن اطلاعات اولیه و قبل از فشردن دکمه 

را  SELECT ASSAYو بعد از آن  ASSAYمیبینید ، ابتدا عدد را فشار دهید تا وارد خانه اول شوید سپس 

نید و به تعداد خانه هایی که استریپ را انتخاب ک T Hbeانتخاب کرده و در لیستی که مشاهده میکنید 

دارد برگشته و  STARTبه همان صفحه ای که  BACKرا فشار دهید سپس با کلید  ENTERدارند دکمه 

 را فشار دهید. STARTدکمه 

100ml C3 S2 IN 
DUPLICATE,s2 

reconstitute with 
R1 
 

Hbe-Ab 
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VIDAS Tests - Calibration 

 
 
QUANTITATIVE TESTS CALIBRATION 
 
 
 FER - HCG - AFP - Ig E 
 ST (SE1 - SE2 - SM6 - SD1 - SD2 
 SW21 - SW6 - SG6 - SG3 - ST9 - ST3 
 SI6 - SK82 - SF85 - SF4 - SF3 - SF14 
 SF1 - SF2) 
 LH - FSH - E2II - PRL - PRG - TES 1) MLE CARD 
 TSH - TSH3 - T4 - T3 - FT3 − FT4 
 TXG - RBG - β2M - CMVG 
 HBCM - HBST - HAVT 2) CALIBRATION WITH THE 
 CORT STANDARD 
 DIG - THEO 
 CEA - 199 - 125 - 153 - TPSA - FPSA 
 DD2 - VWF - CKMB - PC - MYO - TNI 
 P24 
 ... 
 
 
QUALITATIVE TESTS 
 
 
SINGLE STRIPS  
 
 TXM - TXC  
 HIV4 - LYT - CHL 1) MLE CARD 
 VZG - MSG - MPG  
 HBS - HBL - HBCT - HBE - HBET 2 ) CALIBRATION WITH THE 
 HAVM - STA STANDARD 
 RBM – CMVM - HPY  
 LIS - LMO - SLM - SET - ECO - CAM 
 ICE - ICS 
 CDA2 - RTV 
 ... 
 
 
DUAL STRIPS 
 
 RSV 1) MLE CARD 
 TXGA 
  2) NO CALIBRATION  
  THE TEST STRIP IS  
  COMPARED TO THE 
  REFERENCE STRIP 
 



∗ after treatment of sample o after dilution to have 15 IU/ml 
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VIDAS Test protocols 

 
VIDAS 
Tests 

Time Calibrator Controls 
Sample 
volumes 

SEROLOGY 
HIV4  100 mins S1 in duplicate C1 + C2 200 µl 
P24 

P24 confirmation test 
90 mins S1 in duplicate 

no calibration 
C1 + C2 

none 
200 µl 

200 µl *  
MPG 
VZG 
MSG 

 
40 mins 

 
S1 in duplicate 

 
C1 + C2 

 
100 µl 

RBM 60 mins S1 in duplicate C1 + C2 100 µl 
TXC 40 mins S1 in duplicate C1 + C2 125 µl 
TXGA 
TXG 
TXM 
RBG 
HPY 
B2M 
LYT 
CMVG 
CMVU 

 
 
 

40 mins. 

no calibration 
S1 in duplicate 

" 
" 
" 
" 
“ 
" 

no calibration 

C1 + C2 
" 
" 
" 
" 
" 
“ 
" 

C4 + C5 

100 µl o 
 
 

100 µl 

CMVM 60 mins S1 in duplicate C1 + C2 100 µl 
HBCM 55 mins S1 in duplicate C1 + C2 100 µl 
HBS 

HBS confirmation test 
60 mins S1 in duplicate 

no calibration 
C1 + C2 

none 
150 µl 

150 µl *  
HBST 90 mins S1 in duplicate C1 + C2 150 µl 
HBCT 
HBE 
HBET 
HAVT 
HBL 

HBL confirmation test 

 
 

90 mins 

S1 in triplicate 
S1 in duplicate 
S2 in duplicate 
S1 in duplicate 
S1 in duplicate 
no calibration 

C1+ C2 
" 

C2 + C3 
C1 + C2 

" 
none 

150 µl 
150 µl 

150 µl * 
150 µl 
150 µl 

150 µl *  
HAVM 60 mins S1 in duplicate C1 + C2 100 µl 

IMMUNO CHEMISTRY 
HCG 
FER 
Ig E 
AFP 

 
 

30 mins 

 
 

S1 in duplicate 

 
 

C1 

 
 

100 µl 

STA 
ST (SE2 - SE1 - 
SM6 - SD2 - SD1 - 
SW21 - SW6 - SG6 
- SG3 - ST9 - ST3 - 
SI6 - SK82 - SF85 - 
SF4 - SF3 - SF14 - 
SF1 - SF2) 
STO 

90 mins 
 
 
 

90 mins 

S1 in duplicate 
 
 
 

S1 in duplicate 

C1 + C2 
 
 
 

C1 

200 µl 
 
 
 

200 µl 

E2II 
TES 

60 mins S1 in triplicate 
S1 in duplicate 

C1 200 µl 

PRL 
LH 
FSH 

 
40 mins 

 
S1 in duplicate 

 
C1 

 
200 µl 

PRG 45 mins S1 in triplicate C1 200 µl 
CEA 
199 
125 
TPSA 
FPSA 

 
 

60 mins 

 
 

S1 in duplicate 

 
 

C1 

 
 

200 µl 

153 60 mins S1 in duplicate C1 100µl 



∗ after treatment of sample 
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VIDAS Test protocols 

 
 

VIDAS 
Tests 

Time Calibrator Controls 
Sample 
volumes 

IMMUNO CHEMISTRY (cond't) 
TSH 
T4 

40 mins S1 in duplicate 
S1 in triplicate 

C1 200 µl 

TSH3 80 mins S1 + S2 in 
duplicate  

C1 + C2 200 µl 

FT3 
FT4 
CORT 

 
40 mins 

 
S1 in triplicate 

 

 
C1 

 
100 µl 

T3 40 mins S1 in triplicate C1 100 µl 
DIG 
THEO 

20 mins S1 in triplicate C1 100 µl 

TNI 
MYO 

17 mins S1 in duplicate  C1 150 µl 

CKMB 30 mins S1 in duplicate  C1 250 µl 
ANTIGENS DETECTION 

CHL 60 mins S1 in duplicate C1 + C2 350 µl *  
CHB 75 mins no calibration C1 350 µl *  
CDA2 60 mins S1 in duplicate C1 + C2 300 µl *  
RTV 30 mins  S1 in duplicate C1 + C2 300 µl *  
RSV 2 hrs. 30 no calibration C1 + C2 2 x 400 µl *  

IMMUNO HEMOSTASIS 
DD2 35 mins S1 in duplicate 

S2 in duplicate 
C1 + C2 200 µl 

VWF 
PC 

35 mins S1 in duplicate C1 100 µl 

 



* after enrichment of sample 
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VIDAS Test protocols 

 
 

VIDAS 
Tests 

Time Calibrator Controls 
Sample 
volumes 

INDUSTRIAL MICROBIOLOGY 
     
LMO 
CAM 

70 mins S1 in duplicate C1 + C2 500 µl*  

SET 80 mins S1 in duplicate C1 + C2 500 µl 
ECO 
LIS 
SLM 

 
45 mins 

 
S1 in duplicate 

 
C1 + C2 

 
500 µl *  

ICS 
ICE 

40 mins S1 in singly 0 800 µl *  
500 µl *  
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Stability of lyophilised controls  
and calibrators after reconstitution 

 

PARAMETERS CALIBRATORS CONTROLS 

 
HBC IgM II 

+ 1 ml of distilled water  
 2 - 8°C 4 weeks 
 - 25 ± 6°C 6 months (aliquots) 

 
liquid 2-8°C 

 
HBC IgG II 

+ 2 ml of distilled water 
 2 - 8°C 1 month 
 - 25 ± 6°C 6 months (aliquots) 

 
liquid 2-8°C 

 
HBS Ag 

+ 1 ml of distilled water  
 2 - 8°C 2 weeks  
 - 25 ± 6°C 4 weeks (aliquots) 

 
liquid 2-8°C 

 
HBS Ag 

Confirmation 

neutralising antibodies 
 + 0.5 ml of distilled water 
 2 - 8°C 4 weeks  
 - 25 ± 6°C 6 months (aliquots) 

negative serum 
 + 0.5 ml of distilled water 
 2 - 8°C 4 weeks  
 - 25 ± 6°C 6 months (aliquots) 

 
HBST 

+ 1 ml of distilled water 
 2 - 8°C 4 weeks  
 - 25 ± 6°C 2 months (aliquots) 

 
liquid 2-8°C 

 
HBE/HBET 

 

HBE 
+ 1 ml of diluent S1 
stable until the expiration date on kit (2-8°C) 
HBET 
 liquid 2 - 8°C 

 
liquid 2 - 8°C 

 
HCG 

+ 2 ml of distilled water   
 2 - 8°C 14 days 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 

+ 2 ml of distilled water   
 2 - 8°C 14 days 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
LH 

FSH 
TSH 

+ 2 ml of distilled water   
 2 - 8°C 14 days 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 

+ 3 ml of distilled water   
 2 - 8°C 14 days 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
TSH3 
TES 

+ 3 ml of distilled water   
 2 - 8°C 14 days 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 

+ 2 ml of distilled water   
 2 - 8°C 14 days 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
 

PRL 
+ 2 ml of distilled water 
 2 - 8°C 24 hours 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 

+ 3 ml of distilled water 
 2 - 8°C 24 hours 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
 

PRG 
+ 4 ml of distilled water 
 2 - 8°C 2 weeks 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 

+ 3 ml of distilled water 
 2 - 8°C 2 weeks 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
 

AFP 
 

liquid 2-8°C 
+ 2 ml of distilled water   
 2 - 8°C 14 days 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
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Stability of lyophilised controls  

and calibrators after reconstitution 
 

 

PARAMETER
S 

CALIBRATORS CONTROLS 

 
TPSA 

+ 2 ml of distilled water 
 2 - 8°C 24 hours 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 

+ 2 ml of distilled water 
 2 - 8°C 24 hours 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
FPSA  

liquid 2-8°C 
+ 2 ml of distilled water   
 2 - 8°C 24 hours 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
 

CEA 
+ 2 ml of distilled water 
 2 - 8°C 1 week 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 

+ 2 ml of distilled water 
 2 - 8°C 1 week 
 - 25 ± 6°C expiration date on kit 
5 freeze / thaw cycles are possible 

 
CA 125 II  

+3 ml of distilled water  
 2 - 8°C 48 hours 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 

+ 2 ml of distilled water   
 2 - 8°C 48 hours 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
 

CK-MB 
+ 3 ml of solvent 
 2 - 8°C 24 hours 
 - 25 ± 6°C expiration date on kit 
    (in aliquots) 

+ 3 ml of solvent 
 2 - 8°C 24 hours 
 - 25 ± 6°C expiration date on kit 
    (in aliquots) 

MYO + 1 ml of distilled water 
 2 - 8°C 14 days 
 - 25 ± 6°C expiration date on kit 

4 freeze / thaw cycles are possible 

+ 1 ml of distilled water 
 2 - 8°C 14 days 
 - 25 ± 6°C expiration date on kit 

4 freeze / thaw cycles are possible 
TNI + 1 ml of distilled water 

 2 - 8°C 5 days 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 

+ 1 ml of distilled water 
 2 - 8°C 5 days 
 - 25 ± 6°C expiration date on kit 

5 freeze / thaw cycles are possible 
 

D-Dimers 
New 

+ 2 ml of diluent 
wait for 20 minutes then mix. 
 2 - 8°C 14 days 

 - 25 ± 6°C 3 months (aliquots) 
5 freeze / thaw cycles are possible 

+ 2 ml of diluent 
wait for 20 minutes then mix. 
 2 - 8°C 14 days 

 - 25 ± 6°C 3 months (aliquots) 
5 freeze /thaw cycles are possible 

Von 
Willebrand  

factor 
 

Protein C 

+ 1 ml of diluent 
 2 - 8°C 14 days 
 - 25 ± 6°C 3 months 

( freeze immediately after 
reconstitution) 

5 freeze / thaw cycles are possible 

+ 1ml of diluent 
 2 - 8°C 14 days 
 - 25 ± 6°C 3 months 
( freeze immediately after reconstitution) 
5 freeze / thaw cycles are possible 
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VIDAS ASSAYS 
 

 Parameter code reference kit 

 Toxo IgG TXG 30 209 60 tests 
 Toxo IgG II TXG 30 210 60 tests 
 Toxo IgG AVIDITY TXGA 30 222 30 tests 
 Toxo IgM TXM 30 202 60 tests 

 Toxo Competition TXC 30 211 60 tests 
 CMV IgG CMVG 30 204 60 tests 
 CMV IgG Avidity CMVU 30 203 30 tests 
 CMV IgM CMVM 30 205 30 tests 

SEROLOGY RUB IgG RBG 30 221 60 tests 
 RUB IgM RBM 30 214 30 tests 
 H. pylori IgG HPY 30 192 30 tests 
 Lyme IgG and IgM LYT 30 298 60 tests 
 Varicella-Zoster IgG VZG 30 217 60 tests 
 Mumps IgG MPG 30 218 60 tests 
 Measles IgG MSG 30 219 60 tests 

 HIV Duo HIV4 30 114 60 tests 
 HBs Ag HBS - HBL 30 301 60 tests 
 HIV P24 II P24 30 117 30 tests 
 HIV P24 II confirmation P24 30 444 60 tests 

AIDS HBs Ag Confirmation HBS 30 309 50 tests 
 Anti-HBc Total II HBCT 30 314 60 tests 
 Anti-HBs total HBST 30 304 60 tests 

HEPATITIS HBc IgM II HBCM 30 439 30 tests 
 Hbe Ag HBE 30 305 30 tests 
 Anti-HBe total HBET 30 305 30 tests 
 Anti -HAV Total HAVT 30 312 30 tests 
 HAV IgM HAVM 30 307 30 tests 

 HCG HCG 30 405 60 tests 
 LH LH 30 406 60 tests 

FERTILITY FSH FSH 30 407 60 tests 
 Estradiol II E2 II 30 431 60 tests 
 Testosterone TES 30 418 30 tests 
 Progesterone PRG 30 409 60 tests 
 Prolactin PRL 30 410 60 tests 

 CEA CEA 30 412 60 tests 
 CA 19-9 ™ 199 30 427 30 tests 

TUMOR AFP AFP 30 413 60 tests 
 CA 15-3® 153 30 429 30 tests 
 CA 125 ™ 125 30 426 30 tests 
 Free PSA FPSA 30 440 30 tests 

MARKERS Total PSA TPSA 30 428 60 tests 

 TSH TSH 30 400 60 tests 
 TSH 3 rd generation TSH3 30 441 60 tests 
 FT3 FT3 30 402 60 tests 

THYROID Total T3  T3 30 403 60 tests 
 FT4 FT4 30 401 60 tests 
 Total T4 T4 30 404 60 tests 

DRUGS Digoxin DIG 30 603 60 tests 
 Theophylline THEO 30 604 60 tests 

 Ferritin FER 30 411 60 tests 
MISCELLANEOUS Cortisol CORT 30 417 60 tests 

 β2 Microglobulin B2M 30 420 30 tests 
 Serum Free for CORTISOL  66 581 10 ml 
 QCT Qualilty control test QCT 30 500 60 tests 
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VIDAS ASSAYS 
 

 Parameter code reference kit 

 TOTAL IgE IGE 30 419 60 tests 
ALLERGY Stallergy (common kit) 

Stallergy SE2 
Stallergy SE1 
Stallergy SM6 
Stallergy SD2 
Stallergy SD1 

Stallergy SW21 
Stallergy SW6 
Stallergy SG6 
Stallergy SG3 
Stallergy ST9 
Stallergy ST3 
Stallergy SI6 

Stallergy SK82 
Stallergy SF85 
Stallergy SF4 
Stallergy SF3 
Stallergy SF14 
Stallergy SF1 
Stallergy SF2 

ST 
SE2 
SE1 
SM6 
SD2 
SD1 

SW21 
SW6 
SG6 
SG3 
ST9 
ST3 
SI6 

SK82 
SF85 
SF4 
SF3 
SF14 
SF1 
SF2 

30 801 
30 803 
30 804 
30 805 
30 807 
30 808 
30 809 
30 810 
30 811 
30 812 
30 814 
30 815 
30 817 
30 818 
30 819 
30 820 
30 822 
30 823 
30 824 
30 825 

60 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 
10 tests 

 Stallertroph STO 30 830 10 tests 
 Stallertest STA 30 800 30 tests 

 Chlamydia CHL 30 101 60 tests 
 Chlamydia Blocking Assay CHB 30 194 30 tests 

ANTIGENS VIDAS Chlamydia  male collection kit   30 527 60 tests 
 VIDAS Chlamydia  female collection kit   30 528 60 tests 

DETECTION RSV RSV 30 100 30 tests 
 C. difficile toxin A II CDA2 30 193 60 tests 

IMMUNO- D-Dimers New DD2 30 442 60 tests 
HEMOSTASIS Protein C PC 30 115 30 tests 

 Von Willebrand Factor V WF 30 436 30 tests 

CARDIAC 
MARKERS 

Troponin I TNI 30 445 60 tests 

 Myoglobin MYO 30 446 30 tests 
 CK-MB CKMB 30 421 30 tests 

 Listeria LIS 30 700 60 tests 
 Salmonella SLM 30 702 60 tests 

INDUSTRIAL Immuno. concentration Salmonella ICS 30 435 60 tests 
MICROBIOLOGY Staph Enterotoxins SET 30 701 30 tests 

 Listeria monocytogenes II LMO 30 704 60 tests 
 Campylobacter CAM 30 111 30 tests 
 E. coli 0157 ECO 30 112 30 tests 
 Immuno-Concentration E.coli 0157 ICE 30 526 30 tests 



______________________________________________________________________________________________ 
VIDAS TABLES - -SFP - A018 A - Revision 22/03/2003 APPENDIX E 

UNITS VIDAS / MINIVIDAS 
 

CODE PARAMETER VIDAS UNITS PROPOSED CONVERSION FACTORS 
E2 II 
 

 

pmol/l 
nmol/l 
pg/ml E 

pg/ml x 3,67 => pmol/l 
pmol/l x 0,272 => pg/ml 

TES ng/l E 
nmol/l 

ng/l x 3.47 => nmol/l 

FT4 
 
 

 

pg/ml 
ng/dl 
ng/100 ml 
pmol/l E 

 
pmol/l x 0,777 => pg/ml 
pg/ml x 1,29  => pmol/l 
 

T4 
 

 

µg/l 
µg/100 ml 
µg/dl 
nmol/l E 

 
nmol/l x 0,777 => µg/l 
µg/l x 1,29 => nmol/l 

FT3 pg/ml 
ng/l 
pmol/l E 

pmol/l x 0,651 => pg/ml 
pg/ml x 1,54=> pmol/l 

T3 
 

 

ng/ml 
µg/l 
µg/100 ml 
µg/dl 
nmol/l E 

 
nmol/l x 0,651 =>µg/l 
µg/l x 1,54 => nmol/l 

FER 
 

µg/l  
ng/ml E 

 

CORT 
 

nmol/l 
µg/dl 
µg/l 
ng/ml  E 

 
nmol/l x 0,362 => ng/ml 
ng/ml x 2,76 => nmol/l 

PRL 
 
 
 

µUI/ml 
µIU/ml     
ng/ml    1 IRP 
ng/ml     3 IS  E 

 
1 ng 1 IRP = 32 µ UI 
1 ng 3 IS = 21 µ UI 
1 ng/ml 3 rd IS = 1,524 ng/ml 1st IRP 

B2M 
 

 

µg/ml 
UI/ml 
IU/ml  
mg/l  E 

 
mg/l x 14 => UI/ml 
UI/ml x 0,071 => mg/l 

AFP 
 
 
 

 

µg/l 
ng/ml 
µg/ml 
IU/ml 
UI/ml E 

 
ng/ml x 0,826 => UI/ml 
UI/ml x 1,21 => ng/ml 

HCG 
FSH 
LH 
HAVT 

UI/l 
mIU/ml 
IU/l 
mUI/ml  E 

 

DIG nmol/l 
µg/l 
ng/ml E 

nmol/l x 0,781 => ng/ml 
ng/ml x 1,28 => nmol/l 

THEO 
 

µmol/l 
µg/ml E 

µmol/l x 0,180 => µg/ml 
µg/ml x 5,55 => µmol/l 

PRG nmol/l 
ng/ml  Eh  

 

IGE UI/ml 
kIU/l 
IU/ml 
kUI/l  E 

 

ST kIU/l 
kUI/l  E 
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UNITS VIDAS / MINIVIDAS 

 
 
 

CODE PARAMETER VIDAS UNITS PROPOSED CONVERSION FACTORS 
TSH mUI/l 

µIU/ml 
mIU/l 
µUI/ml  E 

 

HBST mIU/ml 
mUI/ml  E 

 

CMVG AU/ml 
UA/ml  E 

 

RBG 
TXG 

IU/ml 
UI/ml  E 

 

VWF 
PC 

UI/ml 
IU/ml 
%  E 

 

DD2 µg/ml 
µg/l 
mg/l 
ng/ml  E 

 

 
E preselected unit 
 



(bioMerieux)     جدول مقادیر نرمال کیت های دستگاه وایداس                                 

                                      VIDAS normal ranges

AIDS

HIV DUO QUICK < 0.25 negative 

≥ 0.25 positive

HIV DUO ULTRA < 0.25 ( for Ag and Ab detection) negative 

≥ 0.25 ) for Ag or Ab detection( positive 

HIV P24II <3 pg/ml/ of p24 Ag negative

<10.95 pg/ml of HIV Ag negative

≥ 3 and < 5 pg/ml of Ag equivocal

≥ 10.95 and < 18.25 pg/ml of HIV Ag equivocal

≥ 5 pg/ml of p24 Ag positive

≥ 18.25 pg/ml of HIV Ag positive

HIV P24 II Confirmation R > 60% Confirmed

R < 60% Not Confirmed

HEPATITIS

HBS Ag Ultra Short: index < 0.13, Long: index < 0.10 negative

Short: index ≥ 0.13, Long: index ≥ 0.10 positive

HBST < 8 mIU/ml negative

8 ≤ titer ≤ 12 indeterminate

HCV <1 negative

>=1 positive

> 12 positive

HBCT index ≥ 1.4 negative 

1.0 ≤ index < 1.4 equivocal

index < 1.0 positive

HBCM < 5 PEIU/ml negative

≥ 5 to < 10 PEIU/ml equivocal

≥ 10 PEIU/ml positive

HBE index < 0.1 negative

index ≥ 0.1 positive

HBET index > 0.5 negative

0.4 < index < 0.5 equivocal

index < 0.4 positive

HAVM < 0.4 negative

≥ 0.4 to < 0.5 equivocal

≥ 0.5 positive

HAVT < 15 mIU/ml negative

≥ 15 to < 20 mIU/ml positive borderline

≥ 20 mIU/ml positive

TOXOPLASMOSIS

TXG < 4 IU/ml negative

≥ 4 to < 8 IU/ml equivocal

≥ 8 IU/ml positive

TXGA index < 0.200 low avidity IgG

0.200 ≤ index < 0.300 borderline avidity

≥ 0.300 high avidity

TXM < 0.55 negative



≥ 0.55 to < 0.65 equivocal

≥ 0.65 positive

TXC ≥ 1.6 negative

< 1.6 positive

RBG < 10 IU/ml negative

≥ 10 to < 15 IU/ml equivocal

≥ 15 IU/ml positive

RBM < 0.8 negative

≥ 0.8 to < 1.2 equivocal

≥ 1.2 positive

CYTOMEGALOVIRUS

CMVG < 4 AU/ml negative

≥ 4 to < 6 AU/ml equivocal

≥ 6 AU/ml positive

CMVM < 0.7 negative

> 0.7 to < 0.9 equivocal

> 0.9 positive

CMVU ≥ 0.8 infection more than 3 months

< 0.2 infection less than 3 months

0.2 to 0.8 use other markers

SEROLOGY

LYT TV < 0.75 negative

0.75 ≤ TV < 1.00 equivocal

TV ≥ 1.00 positive

MSG < 0.5 negative

≥ 0.5 to < 0.7 equivocal

≥ 0.7 positive

MPG < 0.35 negative

≥ 0.35 to < 0.5 equivocal

≥ 0.5 positive

VZG TV < 0.6 negative

≥ 0.6 to < 0.9 equivocal

≥ 0.9 positive

HPY TV < 0.75 negative

 0.75 ≤ TV < 1.00 equivocal

TV ≥ 1.00 positive

ANTIGEN DETECTION

CDA2 < 0.40 negative

≥ 0.40 to < 1.0 equivocal

≥ 1.0 positive

CDB RFV < 75, test value N/A negative 

RFV >75, test value >5.0 positive

RFV > 75, test value <5.0 negative

RTV < 95 negative

≥ 95 to < 300 equivocal

≥ 300 positive

CHL < 60 negative

≥ 60 to < 80 equivocal

≥ 80 positive

CHB RFV > 30, test value ≥ 2.0 positive



RFV > 30, teest value < 2.0 negative

RFV < 30, test value N/A negative

THYROID

TSH 0.3 - 5 uIU/ml Euthyroidism

TSH3 0.27 -4.7uIU/ml Euthyroidism

< 0.27uIU/ml Hyperthyroidism

> 4.7uIU/ml Hypothyroidism

FT4 9-20 pmol/l Euthyroidism

FT3 4-8.3 pmol/l Euthyroidism

T3 0.92-2.33 nmol/l Euthyroidism

T4 60-120 nmol/l Euthyroidism

Anti-TG <18 IU/ml

Anti_tpo <8 IU/ml negative  >=8 IU/ml positive

ALLERGY

IGE < 150 kIU/l Adult

ST < 0.35kIU/l Class 0

0.35 - 0.70kIU/l Class 1

0.70 - 3.5kIU/l Class 2

3.5 - 17.5kIU/l Class 3

17.5 - 35kIU/l Class 4

> 35kIU/l Class 5

STA < 0.50 negative

≥ 0.50 to < 0.7 equivocal

≥ 0.7 positive

STO < 0.35kIU/l Class 0

0.35 - 0.70kIU/l Class 1

0.70 - 3.5kIU/l Class 2

3.5 - 17.5kIU/l Class 3

17.5 - 35kIU/l Class 4

> 35kIU/l Class 5

FERTILITY

HCG < 3mIU/ml men

< 4 women: Cyclic

< 13 menopausal

7400 pregnancy weeks : 4-5

32800 pregnancy weeks : 5-6

52000 pregnancy weeks : 6-7

74000 pregnancy weeks : 7-8

100000 pregnancy weeks : 8-9

105000 pregnancy weeks : 9-10

96000 pregnancy weeks : 10-11

75300 pregnancy weeks : 11-12

66700 pregnancy weeks : 12-13

65900 pregnancy weeks : 13-14

26150 pregnancy weeks : 2nd trimester

27200 pregnancy weeks : 3rd trimester

LH 1.1 - 7.0 mIU/ml men

9.6- 80.0 women: ovulation (D 0 ) 

1.5 - 8.0 Folicular Ph: D -15 to - 9 

2.0 - 8.0 Folicular Ph: D -8 to - 2 



0.2 - 6.5 Luteal Ph: D +3 to +15 

8 - 33.0 menopausal

FSH 1.7 - 12.0 mIU/ml men

6.3 - 24.0 women: ovulation (D 0 ) 

3.9 - 12.0 Folicular Ph: D -15 to - 9 

2.9 - 9.0 Folicular Ph: D -8 to - 2 

1.5 - 7.0 Luteal Ph: D +3 to +15 

17 - 95.0 menopausal

E2 II < 62 pg/ml men

18 - 147 folicular ph

93 - 573 pre ovulatory peak

43 - 214 luteal phase

< 58 menopausal

PRL 5.0 - 35 ng/ml women

3.0 -25 ng/ml men

PRG 0.25 - 0.56 ng/ml men

<=0.25-6.22 ng/ml women : ovulation ( D 0 ) 

<=0.25-0.54 ng/ml folicular ph

1.5 -20 ng/ml luteal ph

<0.41 ng/ml menopausal

TES 0.1 - 0.9 ng/ml women

3.0 - 10.6 ng/ml men

TUMOR MARKERS

TPSA 0.21 - 1.72 ng/ml Age : < 40

0.27 - 2.19 40 - 49

0.27 - 3.42 50 - 59 

0.22 - 6.16 60 - 69 

0.21 - 6.77 > 69

FPSA FPSA/TPSA:If>%18=>no biopsy necessary,make a follow up.

FPSA/TPSA:If<%18=>make a biopsy,higher risk to be in front of acancer

CEA 0.0 - 3.00 ng/ml

AFP 0.0 - 2 ng/ml

CA 15-3 < 30 U/ml healthy females

CA 19-9 0.0 - 37 U/ml healthy subjects

CA 125 0.0 - 35 U/ml healthy subjects

B2M 0.81 - 2.19 mg/l serum

0.00 - 0.15 mg/l urine

IMMUNO HEMOSTASIS

DD2 < 500 ng/ ml

Vwf 52 -154 % O BLOOD GROUP DONORS

60 - 200 % NON O BLOOD GROUP DODNORS

PROTEIN C 65 - 140 %

ANEMIA

FER 68-434 ng/ml men

9.3-159 ng/ml women : cyclic

24.4-278 ng/ml menopausal

MISCELLANEOUS

CORT 60 - 285 ng/ml morning 

40 - 150 ng/ml afternoon

20 - 110 ug/24 hrs urine



CARDIAC MARKERS

CK-MB 0.8 - 5.1 ng/ml negative

5.1 - 300 ng/ml positive

TNI > 0.1 ug/ l AMI 

<0.11 ug/l negative

0.11 - 0.1 shoud be follow up

MYO 10 - 46 ug/l

GALECIN 3 <=17.8 ng/ml lowrisk

>17.8 ng/ml and <= 25.9 ng/ml intermediate

>25.9 ng/ml high risk

DRUGS

DIG 0.8 - 2 ng/ml therapeutic range 

> 2.5 ng/ml toxic range

THEO 10 - 20 ug/ml therapeutic range 

TOXIN A/B <0.13 negative

>=0.13 to <0.37 equivocal

>=0.37 positive

OTHERS

VITAMINE D <20 ng/ml insufficiency

21_29 ng/ml deficiency

30_100 ng/ml sufficiency

>100 ng/ml intoxiocation

PCT <0.1 ng/ml عدم وجود عفونت باکتریال

>=0.1 and <0.25 ng/ml نامحتمل بودن عفونت باکتریال

>=0.25 and <0.5 ng/ml احتمال عفونت باکتریال وجود دارد

>= 0.5 ng/ml بیانگر وجود عفونت باکتریال


